[Methods of testing, programmed and metrological support of multidetectors for radionuclide dynamic studies].
The paper deals with the specific features of metrological support of multidetectors designed for radionuclide diagnosis. A procedure is proposed to monitor the technical data of KP RDI-2A and KP RDI-3A devices. The functional potentialities of basic and metrological support of these devices are outlined.